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ARTICLE INFO ABSTRACT

Keywords:

The importance of using infrared thermography (IRT) to assess skin temperature (tg) is increasing in clinical

Infrared thermography settings. Recently, its use has been increasing in sports and exercise medicine; however, no consensus guideline
Guideline exists to address the methods for collecting data in such situations. The aim of this study was to develop a
Protocgl checklist for the collection of ty using IRT in sports and exercise medicine. We carried out a Delphi study to set a
Checldist . checklist based on consensus agreement from leading experts in the field. Panelists (n = 24) representing the
Thermoregulation

areas of sport science (n = 8; 33%), physiology (n = 7; 29%), physiotherapy (n = 3; 13%) and medicine (n = 6;
25%), from 13 different countries completed the Delphi process. An initial list of 16 points was proposed which
was rated and commented on by panelists in three rounds of anonymous surveys following a standard Delphi
procedure. The panel reached consensus on 15 items which encompassed the participants’ demographic in-
formation, camera/room or environment setup and recording/analysis of tg using IRT. The results of the Delphi
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produced the checklist entitled “Thermographic Imaging in Sports and Exercise Medicine (TISEM)” which is a
proposal to standardize the collection and analysis of tg data using IRT. It is intended that the TISEM can also be
applied to evaluate bias in thermographic studies and to guide practitioners in the use of this technique.

1. Introduction

The growing importance of infrared thermography (IRT) measures
of human skin temperature (tg) in health and disease has been evi-
denced by the increase in the number of publications with this tech-
nique. IRT is characterized by the use of a camera which can detect
radiation and produce thermal images, called thermograms (Ring and
Ammer, 2000). The thermograms contain temperature data that can be
analyzed by specific software which provides temperature of a region of
interest (ROI) (Costello et al., 2012b; Selfe et al., 2006). Common ap-
plications of IRT include: prevention and treatment of sports injuries
(Hadzi¢ et al., 2015; Hildebrandt et al., 2010), detection of delayed
onset muscle soreness (Hani et al., 2012), evaluation of cryotherapy
protocols (Adamczyk et al., 2016; Costello et al., 2012b; Selfe et al.,
2014; Silva et al., 2017), assessment of brown adipose tissue activation
(Robinson et al., 2016), evaluation of ty during cold (Fournet et al.,
2013) and hot environment exposure (Gerrett et al., 2015; Vainer,
2005), following aerobic (Priego-Quesada et al., 2015a; 2015b), anae-
robic (Adamczyk et al., 2014) and resistance exercises (Ferreira et al.,
2008). These applications have seen considerable growth in the use of
IRT in recent years, due in part to improvements in the accuracy,
functionality and affordability of camera technology, thus making IRT
an emerging method of ty measurement in sports and exercise medicine
(Bach et al., 2015b; Costello et al., 2012b; Fernandes et al., 2014).

IRT is a rapid emerging technique for the assessment of tg as it is
versatile, non-invasive, wireless, and requires no direct contact with the
individual (Bach et al., 2015b; Fernandes et al., 2014; Formenti et al.,
2016). Due to its image capture capability, the selection of ROIs permits
an evaluation of the ty distributions in different areas, consequently
allowing its application in studies that require the analysis of several
areas simultaneously (Fournet et al., 2013; Gerrett et al., 2015).
Moreover, the thermograms allow the visualization of hot and cold
areas. This has important implications in studies aimed at determining
what location hot or cold tg is generated (Costello et al., 2012a; Eglin
et al.,, 2013; Maley et al., 2014; Robinson et al., 2016; Selfe et al.,
2010). Another advantage of IRT is the portability of cameras which
can be used in a wide array of conditions and locations in both the
laboratory and the field (Fernandes et al., 2016; Hildebrandt et al.,
2012).

Previous reports have demonstrated poor agreement between tg
measurements by IRT and contact devices (e.g. thermistors, thermo-
couples, iButtons) (Bach et al., 2015a, b; Fernandes et al., 2014).
However, there are some inherent limitations related to the metho-
dology of IRT data acquisition that could act as confounding factors,
thereby influencing temperatures outcomes (Fernandez-Cuevas et al.,
2015). For example, the distance the camera is from the subject and the
room temperature of the laboratory where IRT recording is conducted
can affect the data (Ferndndez-Cuevas et al., 2015). If thermograms
from different distances and/or field of view of the same subject are
compared, the variable number of pixels within the ROI can lead to
inaccurate data (Ring and Ammer, 2000). Ammer (2015) compared the
results of local thermograms with a total body thermogram and showed
differences in the tg of the anterior thigh of up to 1.09 + 0.93 °C (CL:
2.91; —0.74 °C). Likewise, a room without adequate temperature reg-
ulation can result in variable air temperatures thereby impacting results
(Bach et al., 2015b). Most published studies using IRT have employed a
temperature range of 18 °C to 25 °C (Fernandez-Cuevas et al., 2015).
However, it is well established that resting metabolic rate varies as a
function of ambient temperature which can markedly influence ther-
moregulatory response (e.g. heat gain or heat loss responses) and

ultimately tg (Taylor et al., 2014). Consequently, it is important to
ensure that ambient temperature conditions are adequately regulated to
minimize any potential influence on the measurement of tg, using IRT.

In order to prevent bias and improve the quality of data, several
organizations have published their own protocols and quality control
guidelines (Ammer, 2008; IACT, 2002; ISO, 2004; Mercer and Ring,
2009; Ring and Ammer, 2012, 2000; Schwartz et al., 2006). Similarly,
other investigators have discussed the need for standardization to en-
sure the quality of thermal image acquisition (Ammer, 2003, 2015;
Costello et al., 2012b; Ring et al., 2007; Ring and Ammer, 2012). The
acquisition of accurate ty data requires knowledge of the primary
factors influencing the ty measurement. Fernandez-Cuevas et al. (2015)
defined the factors influencing the use of IRT in studies conducted on
humans dividing them into environmental, technical and individual
factors. However, no specific guidelines or checklist was provided.
Given the wide array of factors that can affect the measurement of tg
(Fernandez-Cuevas et al., 2015), the use of IRT for scientific analysis
can be challenging. However, by defining appropriate measurement
standards and protocols, the accurate assessment of ty with IRT is
possible. As reported by Costello et al. (2012b), many researchers fail to
report detailed information regarding the procedures and conditions
under which IRT is employed. As a consequence, there can be a lack of
standardization between studies which can affect the interpretability of
the data. However, this limitation can be circumvented with the de-
velopment of operational standards for the use of IRT.

In this context, we propose a checklist based on consensus agree-
ment from leading experts in the field. Checklists tend to be more re-
liable than guidelines as they focus on the key points for simplicity and
ease of application (Kelley et al., 2003). Similar checklists such as the
PEDro (Verhagen et al., 1998) and CONSORT (Schulz et al., 2010) have
been developed using expert consensus to improve methodological as-
pects of research and the contribution of these instruments is well es-
tablished (Moher et al., 2001; Moseley et al., 2011). It is expected that a
consensus instrument can contribute to the most appropriate applica-
tion of IRT technique, including data collection and analysis. Therefore,
this study aimed to develop a detailed checklist for the assessment of tg,
using IRT in sports and exercise medicine settings. It is intended to
standardize the collection and analysis of ty data by end users which
include clinicians, researchers and practitioners. This checklist could
also be applied to evaluate bias in thermographic studies, and to guide
practitioners in the use of this technique.

2. Methods
2.1. Participants

Of the 30 invited experts, 25 agreed to participate in the study. Two
experts declined the invitation because they were too busy to partici-
pate, and a further three did not respond. One expert only completed
the first round leaving a total of 24 experts who participated in the full
evaluation. Panelists were selected based on their expertise in studies
with IRT and thermal physiology, with at least three publications re-
lated to the discipline or area. Once a person was identified as an ex-
pert, an e-mail was sent to him/her with an invitation to participate;
those who agreed received an electronic consent document. The pa-
nelists included experts who self-defined themselves as working pre-
dominantly in the sport sciences (n = 8; 33%), physiology (n = 7;
29%), physiotherapy (n = 3; 13%) and medicine (n = 6; 25%). They
were currently working in academic and/or research institutions (n =
17; 71%), practicing in hospitals as medical doctors (n = 3; 13%),
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working for a company/industry (n = 2; 8%), or working in the mili-
tary (n = 2; 8%). The panelists resided in the United Kingdom (n = 5;
21%), Brazil (n = 3; 13%), Australia (n = 2; 8%), Italy (n 2; 8%),
Poland (n = 2; 8%), Spain(n 2; 8%), United States (n 2; 8%),
Austria (n = 1; 4%), Canada (n = 1; 4%), France (n = 1; 4%), Mexico
(n 1; 4%), Portugal (n = 1; 4%) and Russia (n = 1; 4%). Panelists
had a wealth of experience working with IRT, thermoregulation and/or
the assessment of tg (Median 8 years; range 4-32), and had pub-
lished a median of eight (range 3-80) full peer reviewed articles related
to the subject examined in the current manuscript. In addition, a search
on the Scopus database on 06/26/2017 showed an average H index of 9
(range: 3-35). Participants received an information document de-
scribing the study with consent indicated by completion of the Delphi
survey. The first, second, third and last authors organized the work of
the panel as part of the core research team but did not participate as
panel members. The core panel was responsible for the development of
the initial items, the analysis, organization and reporting of the deci-
sions, as well as communicating with the panelists.

2.2. Research design

A Delphi procedure was applied in the present study, as previously
described (Boulkedid et al., 2011; Dalkey and Helmer, 1963; Hsu and
Sandford, 2007; Steurer, 2011). The Delphi procedure is based on de-
veloping a consensus among a group of experts through a series of
questionnaires interspersed with controlled feedback (Whiting et al.,
2003). In this procedure the expert evaluation, judgment, phrasing and
scoring of each round is completed independently. As previously de-
monstrated, controlled and anonymous feedback also helps the experts
to gain a consensus (Boulkedid et al., 2011; Dalkey and Helmer, 1963;
Hsu and Sandford, 2007; Steurer, 2011). To initiate the process, a lit-
erature review was conducted in March 2016 to identify the available
guidelines. Subsequently, instead of asking open questions to the pa-
nelists, an initial list of items for inclusion in the checklist was devel-
oped. This approach is considered appropriate if basic information is
already available within the literature (Hsu and Sandford, 2007). In
addition, as infrared technology has been improved in recent years,
only documents published since 2000 were included (for further details
and a full rationale see Costello et al. (2013) and Bach et al. (2015b)).
Therefore, nine documents (Ammer, 2008; Ferndndez-Cuevas et al.,
2015; IACT, 2002; ISO, 2004; Mercer and Ring, 2009; Ring and Ammer,
2000; Plassman et al., 2007; Schwartz et al., 2006, 2015) which con-
tained recommendations on the use of IRT for measurements in humans
were used to develop an itemized list.

The core panel (authors DGM, JTC, CJB and MSQ) reviewed the
nine documents to summarize the empirical and theoretical evidence
regarding the procedures involving IRT. A preliminary list (with 16
items for inclusion in the checklist) was settled based on scientific
evidence provided in the selected documents. The core panel previously
established that only aspects relating to the measurement of tg using
IRT would be included in the checklist, and other aspects in the ap-
plications of IRT were not included.

Although no criterion is universally accepted to address consensus,
the value of 80% agreement is mostly used (Bahl et al., 2016; Boulkedid
et al., 2011; Hsu and Sandford, 2007; Snyder et al., 2014; Whiting et al.,
2003). A five point Likert Scale (strongly agree, moderately agree,
neutral, moderately disagree, strongly disagree) (Chipchase et al.,
2012; Whiting et al., 2003) was used in all rounds to rate each item for
inclusion in the checklist. Therefore, we applied the criteria of 80% of
the sum of responses of ‘strongly agree’ and ‘moderately agree’ to ap-
prove an item. To help panel members in their decision-making, the
core panel summarized the evidence and provided the references which
supported each item. In addition, the panelists were encouraged to
identify any study or practical experience that could help in the dis-
cussion. In every round, all members were given an opportunity to
comment on the items and suggest possible rephrasing. The panelists
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had 15 days to respond to each round and all communication was
conducted by electronic mail.

The responses of each Delphi round were organized to include the
results of the previous round and a summary of all panel members’
evaluation. All modifications were shared in the subsequent rounds as
previously reported (Chipchase et al.,, 2012; Snyder et al., 2014;
Whiting et al., 2003). Furthermore, the decision made in each round
comprised of six distinct actions: (1) Modify: when an item was sub-
stantially modified, either by suggestion of a panel member or to meet
new evidence; (2) Rephrase: when an item was rephrased to improve
understanding without changing the meaning; (3) Divide: when an item
was divided into two different items; (4) Exclude: when an item did not
meet the criteria and was excluded from the checklist; (5) Include: when
a panel member suggested a new item; and (6) Approve: when an item
met the criteria and was approved to be part of the checklist. Consensus
was considered to be achieved for an item if: a) the criteria of 80% of
the sum of responses of ‘strongly agree’ and ‘moderately agree’ was
reached; and b) no panelist recommended a relevant change in wording
or provided new or additional evidence. All comments regarding re-
phrasing were incorporated when revising the checklist.

2.3. Round 1

The initial list of possible items for inclusion was sent to all panel
members which included information on the the aim of the consensus
protocol and the process. The scientific reasoning for the inclusion of
each item was presented. All panelists were asked to analyze each item
while considering two main points: (1) validity, that was defined as the
extent to which the characteristics of the item are appropriate to the
objective of the checklist (Boulkedid et al., 2011); and (2) feasibility,
which was defined as the practical viability of the item (Boulkedid
et al.,, 2011). The panelists were encouraged to support their answers
with information based on peer-reviewed literature whenever possible.
When this was not possible, it was suggested that they justify their
positions using their practical experience in the use of thermography.

2.4. Round 2

The results of round one were analyzed by the core panel and a
report was prepared containing the response rating, as well as a sum-
mary of all the comments received for each item. In addition, in this
round, panelists were asked to indicate which tense they preferred the
checklist to be in, and whether they wanted to propose a new item not
included in the initial list. In this context, the following questions were
asked: 1) In order to improve the understanding and interpretation of
the proposed items, which tense do you deem to be the most appro-
priate for the presentation of the checklist? 2) Do you want to propose
an item that is not included in this checklist? If yes, please, propose the
item and identify where you think it should be located in the checklist.

2.5. Round 3

Based on the results of round two, all of the items were modified
according to the chosen tense (have/should/must). As some items were
approved in round two (5 items), only those items that did not receive
consensus were assessed further. The response ratings and a summary
of all the comments received were presented again. The study was
concluded in this round since we achieved the previously established
threshold for consensus. The phases of the study are presented in Fig. 1.

3. Results
3.1. Round 1

Decisions in this round included modification (6; 38%), rephrasing
(8; 50%), and exclusion (2; 12%) of items. In general, the items
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were approved since they met the approval criteria and no further re-
levant information was provided by the panelists (items: extrinsic
factor, environmental condition, camera position, emissivity and image
evaluation). Ten panelists suggested a new approach to address the
items “assessment time” and “method of drying the skin”, which were
suggested to be removed in the previous round because they were not
related to the goal of the checklist. Based on the feedback received on
these items, a new version was proposed to make them applicable. In
addition, the item “assessment time” was divided into “assessment
time” and “assessment operators”, since most of the comments in-
dicated that two distinct aspects were addressed. Regarding the ques-
tion about which tense would be the most appropriate, the majority of
panel members selected should/has/must sentences (15;63%) followed
by past tense (4;17%), question sentences (4;17%), and present tense

Table 2
Thermographic imaging in sports and exercise medicine (TISEM).

Journal of Thermal Biology 69 (2017) 155-162

(1;4%). On the basis of these data, the items on the checklist were
modified.

Only one panel member proposed a new item regarding aspects that
should be considered when presenting IRT images in scientific articles.
The core panel considered this item related to the category “body po-
sition”, and it was therefore added to item 13. All decisions were
communicated and submitted to the next round.

3.3. Round 3

The items approved in the previous round were not included in this
round. Thus, the decisions involved approval (10; 92%) and exclusion
(2; 8%). Two items (image background and assessment operators) did
not meet the criteria for inclusion and were subsequently excluded from

1) The relevant individual data of the participants must be provided.

Note: These could include, but are not limited to, age, sex, body mass, height, body mass index, ethnicity
and whether they are smokers or not. An indication of physical activity profile (e.g. frequency, duration,
intensity, and activity description) should be reported.

U Yes O No O Unclear

2) Participants should be instructed to avoid alcohol beverages, smoking, caffeine, large meals,
ointments, cosmetics and showering for four hours before the assessment. Also, sunbathing (e.g. UV
sessions or direct sun without protection) should be avoided before the assessment.

Note: This should be confirmed verbally before the assessment. The use of any medicinal treatments or
drugs should be recorded. Any condition that could not be avoided should be reported.

dYes ONo QO Unclear

3) Extrinsic factors affecting skin temperature (e.g. physical activity prior to the assessment, massage,
electrotherapy, ultrasound, heat or cold exposure, cryotherapy) should be clearly described.

dYes ONo QO Unclear

4) Ambient temperature and relative humidity of the location where the assessment took place must
be recorded and reported as mean + standard deviation.

dYes ONo O Unclear

5) The assessment should be completed away from any source of infrared radiation (e.g. electronic
devices, lightning) or airflow (e.g. under an air conditioning unit).
Note: Any condition that could not be controlled should be reported.

dYes ONo QO Unclear

6) The manufacturer, model and accuracy of the camera used should be provided.
Note: When available it is recommended to provide the maintenance information of the equipment (e.g.
when and where it was completed the last calibration).

dYes ONo QO Unclear

7) An acclimation period in the examination room should be completed.
Note: This item is only applicable for initial baseline measurements or basal analysis.

dYes ONo QO Unclear

8) If necessary the camera should be turned on for some time prior to the test to allow sensor
stabilization following the manufacturer's guidelines.

dYes ONo O Unclear

9) Conditions of image recording such as mean distance between object and camera, percentage of the
region of interest within the image should be detailed.

dYes U No O Unclear
10) The camera should be positioned perpendicular to the region of interest.
dYes O No O Unclear

11) Emissivity settings of the camera must be reported.
Note: 0.98 of emissivity is suggested for a dry clean skin surface.

dYes ONo QO Unclear

12) The time of day at which the images were taken should be reported.

dYes ONo QO Unclear

properly configured) is recommended.

13) The standard body position of the subject and the regions of interest must be well described and
appropriately selected. A visual example (with temperature scale presented and scale of colors

dYes ONo QO Unclear

14) If the skin is dried (e.g. to remove surface water), the drying method should be clearly described.

dYes ONo O Unclear

described.

15) The evaluation of thermograms and collection of temperature from the software should be clearly

dYes ONo QO Unclear




D.G. Moreira et al.

the checklist. The responses from each of the rounds, and the decisions
made by the core panel are shown in Table 1.

3.4. Final document

The final Checklist was structured as a list of 15 items (Table 2)
which should be marked “yes”, “no”, or “unclear”.

4. Discussion

In the absence of a consensus guideline to measure tg with IRT in
sports and exercise medicine settings, a Delphi procedure was applied
to develop a checklist for addressing the methodological aspects of data
collection. The final checklist entitled “Thermographic Imaging in
Sports and Exercise Medicine” (TISEM) contains 15 items which were
approved by 24 world leading experts covering different fields of ex-
pertise (e.g. sport sciences, physiology, physiotherapy and medicine).
The items encompassed the participants’ demographic information
(items 1, 2 and 3), camera/room or environment setup (items 4, 5, 6, 7,
8,9, 10 and 11) and recording/analysis (items 12, 13, 14 and 15) of tg
using IRT. Considering the rapidly emerging use of IRT in sports and
exercise medicine (Costello et al., 2013; Hildebrandt et al., 2010,
2012), TISEM addresses the relevant issues regarding the methodolo-
gical aspects of data collection. The items from TISEM were organized
to identify key methodological aspects regarding the use of infrared
thermography in humans, especially when conducting research in-
vestigations. Similarly, it is proposed that this checklist could be used to
collect tg data in a medical or clinical setting, since all items are con-
sider relevant in non-sports and exercise medicine setting.

It is well established that age (Kenny and Jay, 2013), sex (Kenny
and Jay, 2013; Gagnon and Kenny, 2012), body composition (Chudecka
et al.,, 2015; Savastano et al., 2009), ethnicity (Maley et al., 2014),
prevalence of smoking (Bornmyr and Svensson, 1991; Ijzerman et al.,
2003), and others impact thermoregulation and tg. As such, we advise
physical characteristics (e.g. age, sex, body mass, height and body mass
index), as well as ethnicity and smoking history be reported. A number
of studies have previously demonstrated the effect of physical fitness on
tac (Abate et al., 2013; Akimov and Son'kin, 2011; Chudecka and
Lubkowska, 2010; Formenti et al., 2013; Quesada et al., 2015a),
therefore it is recommended that participants’ physical activity profile
(e.g. frequency, duration, intensity, and activity description) and/or
physical fitness (e.g. aerobic capacity) be reported. Moreover, although
the exact time frames of the impact of alcoholic beverages, smoking,
caffeine, large meals, ointments, cosmetics, showering and sunbathing
may have on ty are not well known (Fernandez-Cuevas et al., 2015;
Ring and Ammer, 2000), TISEM advises that users control these vari-
ables in order to standardize the data collection procedures within and,
where possible, between studies. These variables should be confirmed
verbally before the assessment and the use of any medicinal treatments
or drugs should be recorded. Additionally, t is heavily influenced by
extrinsic factors such as prior physical activity (Bach et al., 2015a;
Formenti et al., 2016; Tanda, 2016), as well as physical or medical
treatments such as massage (Adamczyk et al., 2016; IACT, 2002; Ring
and Ammer, 2000), electrotherapy (Ring and Ammer, 2000), ultra-
sound (Fernandez-Cuevas et al., 2015), and by heat (Bach et al., 2015a;
Gerrett et al.,, 2014) or cold (Chesterton et al., 2002; Vellard and
Arfaoui, 2016) exposure. Therefore, any intervention prior to or during
the assessment of tg should be recorded and detailed.

In relation to the experimental setup and reporting of environ-
mental conditions it is important to describe the ambient temperature
and relative humidity where the assessment took place. Skin tempera-
ture is influenced by the environment, especially if the skin is exposed
(Bach et al., 2015b; Fernandes et al., 2014), therefore TISEM re-
commends that mean ambient temperature (°C; = standard deviation)
and relative humidity (%; = standard deviation) be reported. Similarly,
external factors, such as infrared radiation (e.g. electronic devices,
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lightning) or airflow (e.g. under an air conditioning unit, ceiling fans,
open windows/doors), are likely to impact on and interact with tg,.
Therefore, TISEM suggests completing the assessment away from these
factors and reporting whether exposure to any of these conditions was
unavoidable. Since a large number of infrared camera models are cur-
rently available including cooled and uncooled cameras (Bach et al.,
2015b; Ring and Ammer, 2000), TISEM advises that manufacturer,
model and accuracy of the camera is detailed. Where available, it is also
important to report when and where the camera was last calibrated.
Regarding the sensor stabilization of IRT cameras, depending on the
technology, some models need to be turned on for some time prior to
the assessment in order to ensure consistent readings. To determine the
time frame to address this issue, TISEM recommends following manu-
facturer's guidelines or performing a quality assurance test, as described
by Plassman et al. (2007). In addition, when baseline measurements of
tg. are required, TISEM recommends that an acclimation period be
conducted in the examination room wherein ambient temperature and
humidity are regulated. Although previous research (Marins et al.,
2014) showed that a 10-min acclimation period is sufficient wherein
differences between external and internal (testing room) temperature is
less than 5 °C, the panelists agreed (63%) that 15 min should be the
minimum recommended acclimation period (Fernandez-Cuevas et al.,
2015; IACT, 2002; Ring and Ammer, 2000). However, it is important to
note that extreme temperature (e.g. more than 20 °C of difference be-
tween external temperature and room temperature), can require more
time to acclimatize because of the marked effects on tg (Taylor et al.,
2014). Moreover, the after-effect of the removal of clothing should be
considered given that it can influence tg up to 20 min after undressing
(Vainer, 2001). Therefore, the time used must be determined in ac-
cordance with the objective of the study/assessment, the ROI (open skin
or that under clothes) and the environmental conditions. The checklist
also advises that the distance between the skin and camera and per-
centage of the region of interest within the image should be detailed in
order to guarantee reproducibility across studies. As demonstrated by
Ammer (2015), when the camera is placed close to the region of in-
terest, the field of view provides a more detailed temperature in-
formation. In addition, the camera should be positioned perpendicular
to the region of interest, otherwise the assessment can result in a critical
loss of information (Tkacova et al., 2010).

While controversy in the literature regarding emissivity exists
(Sanchez-Marin et al., 2009; Steketee, 1973), 96% of experts strongly
agreed that an emissivity of 0.98 (&) should be used for clean dry skin.
Due to circadian rhythm (Costa et al., 2015; Marins et al., 2015), tg, is
likely to change during the course of the day, therefore, when in-
dividuals are assessed over multiple days or when comparisons between
participants are made at different time of the day, the time of day at
which the images were recorded should be reported. The panel of ex-
perts agreed that the use of a standardized body position as well as the
selection of regions of interest should be sufficiently described to ensure
the reliability and reproducibility of the data. Moreover, the presenta-
tion of a visual example is recommended as it may add important in-
formation or representation about how regions of interests were de-
fined. Since water impacts on emissivity (Fernidndez-Cuevas et al.,
2015) in some situations, particularly during cold water immersion or
exercising in water, the experts agreed (92%) that the skin could be
dried. However, the method of drying (e.g. towel patting) should be
clearly described and reported. Recent recommendations by Seixas
et al. (2014) suggested that the skin should be carefully dried with a
microfiber towel to limit irritation of the skin (that may occur with
more abrasive fabrics). At the same time, it is quantitatively demon-
strated that moisturizing the skin affects tg, contrast and may be used to
enhance the surface vessels thermal pattern (Vainer, 2001). In addition,
a suitable practice within extremity cooling studies is to use a thin
plastic bag to prevent the extremity from becoming wet (Eglin et al.,
2013; Maley et al., 2014). Finally, the method of analysis including the
software used and whether or not the analysis was completed manually
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or automatically should be described. Similarly, the method employed
to calculate the final temperature value (e.g. average, median, max-
imum or minimum) should be clear described. As much information
about the process itself should be provided so that others can replicate
the findings if needed.

The number of experts who have completed the process (24) is
greater than other studies using a similar methodological design
(Boulkedid et al., 2011). In addition the experience of the panel experts
(median = 8 years; range 3-32 years and publications median = 8;
range 3-80), the multiple nationalities (13) and different professional
backgrounds (4) of the panelists allow a thorough and broad analysis of
the use of IRT, illustrating the positive characteristics of the current
Delphi procedure (Boulkedid et al., 2011; Hsu and Sandford, 2007).
However, the study is not without limitations. While the Delphi panel
consisted of experts representing a range of disciplines, the process
would have benefitted from a greater inclusion of practitioners that use
IRT daily. In addition, the invitation of panelists could have caused
selection bias. Because the recommendations are primarily based on
experts’ opinion, users should take into account the possibility of the
checklist does not address all issues. In this sense, additional items may
be required when further scientific evidence becomes available.

5. Conclusion

We have provided a checklist with 15 items directed at standar-
dizing the assessment of ty using IRT for a wide array of end-users
including practitioners, sports scientists, exercise physicians, medical
professionals and others. This checklist is not limited to this setting, and
may also be used in others fields such as occupational medicine and
public health. It is intended that the TISEM can also be applied to
evaluate bias in thermographic studies, and to guide practitioners in the
use of this technique.
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